
*Data based on the number of users worldwide for FreeStyle Libre family of personal 
CGMs compared to the number of users for other leading personal CGM brands 
and based on CGM sales dollars compared to other leading personal CGM brands. 
Images and readings are for illustration purpose only. 
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†The FreeStyle LibreLink app is only compatible with 
certain mobile devices and operating systems. Please 
check the website for more information about device 
compatibility before using the app.
1. Haak, T. Diabetes Therapy (2017): https://doi.
org/10.1007/s13300-016-0223-6. 2. Sensor is water-
resistant in up to 1 meter (3 feet) of water.  

Do not immerse longer than 30 minutes. 3. The reader 
can capture data from the sensor when it is within 1 cm 
to 4 cm of the sensor.
Apple and the Apple logo are trademarks of Apple Inc., 
registered in the U.S. and other countries. App Store is 
a service mark of Apple Inc., registered in the U.S. and 
other countries. Google Play and the Google Play logo 
are trademarks of Google LLC.

†The FreeStyle LibreLink app is only compatible with certain mobile devices and operating systems. Please check our 
website for more information about device compatibility before using the app. 
NFC: Near Field Communication

FreeStyle Libre sensor
Small, discreet1 sensor.

Water resistant. Can be  
worn while bathing, swimming 
(up to 1 meter of water),2  
and exercising.

Easy to apply and comfortable 
to wear for up to 14 days.11414

FreeStyle LibreLink app†

See glucose readings directly on 
your smartphone.†

Easily see patterns and trends and 
learn how food, physical activity, 
and insulin affect glucose.

Scans through clothing.3

Meet the FreeStyle  
Libre system

Are You Ready to Experience the FreeStyle Libre System?
To ensure you get the most out of the FreeStyle Libre system, please check that you:

	 Have Digital Savviness: Comfortable with basic digital tasks such as downloading apps 
and registering accounts.

	 Own a Compatible Phone with NFC enabled: Make sure your phone can download 
and run the FreeStyle LibreLink app.† Please scan the QR code to access phone 
compatibility guide. 

	 Have a Working Email: Ensure you have an email address that you can 
access regularly.

	 Understand English: Proficiency in English is essential to navigate the app 
and follow instructions.
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7.1mmol/L

7.5mmol/L

Why FreeStyle Libre?
FreeStyle Libre, the world’s 
#1 CGM,* makes glucose 
management effortless.

How the FreeStyle  
Libre system  
improves glucose 
management

*CGM: Continuous Glucose Monitor. Data on file, 
Abbott Diabetes Care, Inc. Based on the number of users 
worldwide for the FreeStyle Libre portfolio compared to 
the number of users for other leading personal use sensor-
based glucose monitoring systems.
†HbA1c, also known as hemoglobin A1c or glycated 
hemoglobin, is a blood test that measures your average 
blood sugar levels over the past two to three months.

Scan the QR code to watch  
a short introductory video on  
the FreeStyle Libre system.

Increased Time In Range9

Clinically proven to increase  
time spent in your target  
glucose range. 
More time spent in range is  
linked with a lower HbA1c.10

Scan the QR code to watch a  
short video on the benefits of  
the FreeStyle Libre system. 

Lower HbA1c7†

Clinically proven to lower  
your HbA1c .

Reduced hypoglycaemia2,8

Spend less time in the low  
glucose range, both during  
the day and night.

Improved quality of life11

More time living, less time 
worrying.

1. Finger pricks are required if your glucose readings do not match 
symptoms or expectations. 2. Haak, T. Diabetes Therapy (2017): 
https://doi.org/10.1007/s13300-016-0223-6. 3. Alva S. et al. J 
Diabetes Sci Technol. 2022;16(1): 70–77. (ePub 2020). 4. Data on 
file, Abbott Diabetes Care, Inc. 5. 60-minute warm-up required 
when applying the sensor. 6. Sensor is water resistant in up to 1 
meter (3 feet) of water. Do not immerse longer than 30 minutes. 
7. Evans, M. Diabetes Ther (2020): https://doi.org/10.1007/

s13300-019-00720-0. 8. Bolinder, J. Lancet (2016): https://
doi.org/10.1016/S0140-6736(16)31535-5. 9. Lang, J. Diabetes 
(2019): https://doi.org/10.2337/db19-972-P. 10. Battelino, T. 
Diabetes Care (2019): https://doi.org/10.2337/dci19-0028. 
11. Edge, Julie., et al. An alternative sensor-based method for 
glucose monitoring in children and young people with diabetes. 
Archives of Disease in Childhood 102.6 (2017): 543-549

Sensor is water-resistant in up to 1 meter (3 feet) of water.  
Do not immerse longer than 30 minutes. 

Zero Finger Pricks1

Painless2 and fuss-free 
compared to multi-step 
finger pricking.

Unsurpassed 
accuracy3

Easy4 & Convenient
A 1-second scan, anytime,5 
anywhere,6 on-the-go, 
even while exercising. 

14-day Comfort2

From application to 
removal, you’ll barely 
feel it. No needle stays 
in your arm. 

14
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Traditional Blood  
Glucose Monitoring
Measures the glucose levels  
in the blood (capillary).
•	 A lancet is inserted to reach  

the blood in the capillary.
•	 A finger prick only provides  

one measurement at one  
point in time.

Let’s use a train to demonstrate “the lag”

Sensor glucose follows behind blood glucose.  
Let’s see what happens when glucose levels change. 

When glucose levels remain 
stable, the glucose levels 
recorded by the FreeStyle 
Libre sensor and blood glucose 
are similar, though not always 
exactly the same.

With rapidly rising 
glucose levels, the 
FreeStyle Libre sensor 
reading may be lower 
than the blood glucose 
levels.

For rapidly falling 
glucose, the FreeStyle 
Libre sensor reading 
may be higher than the 
blood glucose levels.

Scan the QR code to watch a short video on how FreeStyle Libre 
works, and why blood glucose and sensor glucose readings won’t 
always match.

The difference between blood glucose and sensor glucose readings is greater 
following a rapid change in glucose levels after eating, after insulin and after exercise.

Sensor glucose Blood glucose Imagine glucose levels 
as the train tracks

6.8
mmol/L

6.9
mmol/L

9.4
mmol/L

7.8mmol/L

7.2
mmol/L

9.4mmol/L

How does the sensor reading compare 
with a blood glucose reading?

The FreeStyle Libre system
Continuously measures the glucose levels 
in the interstitial fluid (ISF): the fluid 
between the cells under the skin.
•	 Glucose readings based on interstitial 

fluid have been shown to reliably reflect 
glucose levels. 

•	 The sensor records glucose reading every 
minute, even when you’re sleeping.

1. Basu A. et al. J Diabetes Sci Technol 2015; 9(1): 63-68. 

Why does this matter? 
Glucose first enters the bloodstream before being absorbed by the interstitial fluid.1

This means there may be a few minutes delay in sensor (interstitial fluid) glucose 
readings compared with blood glucose readings. This is called “the lag”.1

Lancet Skin cell

Capillary 
(blood)

Glucose

Interstitial 
fluid (ISF)FreeStyle Libre sensor

Medical-grade filament inserted 
~5mm under the skin’s surface to 
measure glucose levels in the ISF
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Before you apply the sensor:
•	 The back of the upper arm is the recommended and approved application site.

•	 Do not use body lotion or cream where you’ll apply the sensor, as they may leave an oily 
residue on your skin.

•	 Body hair can interfere with sensor adhesion. Choose an area with the least hair or 
consider shaving the site.

1. Prepare your skin
Sensors stick better when you wash, clean and dry your skin before application.

2. Prepare the sensor

Unscrew the cap of the sensor applicator. 
You will hear a click.

Peel back and remove the lid “completely” 
from the sensor pack. 

Align the line on the sensor 
applicator with the line on the 
sensor pack.

Remove the sensor applicator from the sensor pack. 
The sensor is now attached and ready for application. 

Wash 
Only use non-moisturising, fragrance-free soaps to wash the 
area where you will apply the sensor.

Clean 
Use an alcohol wipe to clean the site and then allow  
skin to air dry (do not blow on it).

Dry
Allow your skin to fully dry before applying the sensor. This 
is especially important if you plan to apply the sensor after 
you shower or swim.

Applying the FreeStyle Libre sensor

On a flat surface, firmly push the sensor applicator onto 
the sensor pack.

IMPORTANT: this must be performed on a flat 
surface for proper sensor connection.
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3. Apply the sensor

Place the sensor applicator on the cleaned area. Keep your 
fingers clear of the blue panel. 
Push up firmly until you hear a loud click. 

Cup the sensor with your hand to help it stick properly.

Gently remove the applicator from your arm.

Make sure that the sensor is attached firmly. 
Gently smooth the tape around the sensor to 
increase adhesion. 

Removing the FreeStyle Libre sensor

Rub an adhesive remover wipe or cotton ball soaked 
in baby oil around the outside of the sensor.

For delicate skin, you may consider to use cotton ball 
soaked in baby oil around the outside of the sensor 
before removal.

When applying a new sensor, select a different site.

See how easy it is to remove your FreeStyle Libre sensor in our 
Frequently Asked Questions video. Scan the QR code to watch.

Your FreeStyle LibreLink app† will tell you when it is time to replace 
your sensor.

Scan the QR code to watch a short, step-by-step video guide on 
how to apply the FreeStyle Libre sensor.

†The FreeStyle LibreLink app is only compatible with certain mobile devices and operating systems. Please check our website 
for more information about device compatibility before using the app. 

If you have any questions, please contact our 
friendly customer service team at : 1800 272 2881
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Living with the  
FreeStyle Libre System

Keeping your sensor secure

If you need additional support to help your sensor stick, you can over-bandage 
the sensor with a medical-grade adhesive or tape. The hole in the centre of the 
sensor must not be covered, so you may need to cut a hole in your over‑bandage 
material. Remove the over-bandage when removing the sensor.

Pat dry
After a shower or swim, 

take extra care when 
towelling off to avoid 
catching or pulling off  

your sensor.

Slow down
When dressing or 

undressing, take care 
to avoid catching your 

undergarments  
on the sensor.

Dress for success
Give your sensor room  
to breathe by wearing 
loose-fitting clothing.  

Or go sleeveless.

Easy does it
Be careful not to catch 

your sensor on a doorway, 
car door, seat belt or 

furniture edges. 

Contact sports  
and heavy exercise
Select a site on the  

back of your upper arm 
that will minimise the risk 

of knock off. 

Hands off
Try not to play with, pull,  

or touch the sensor  
while wearing it. 

When to scan the sensor 
Studies have demonstrated greater glucose control benefits are associated 
with increased scanning frequency using the FreeStyle Libre system.1

To obtain a full profile of your day, make sure to scan your 
sensor at least once every 8 hours. Scan at least 3 times a day.

Scan first thing in the 
morning to find out 
overnight glucose levels.

Scan before meals to understand 
glucose levels before eating.  
Scan after meals to evaluate food 
choices and treatment decisions.

Scan before exercise to ensure safety 
and take corrective actions if needed. 
Also, scan during and after exercise to 
monitor for delayed hypoglycemia.

Scan before bedtime to 
check glucose levels and 
decide if corrective 
action is needed

1. Lang, J. Diabetes (2019): https://doi.org/10.2337/db19-972-P. 
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If you have any questions, please contact our 
friendly customer service team at : 1800 272 2881

†The FreeStyle LibreLink app is only compatible with certain mobile devices and operating systems. Please check our website for 
more information about device compatibility before using the app.
1. The reader can capture data from the sensor when it is within 1 cm to 4 cm of the sensor.
Apple and the Apple logo are trademarks of Apple Inc., registered in the U.S. and other countries. App Store is a service mark of Apple 
Inc., registered in the U.S. and other countries. Google Play and the Google Play logo are trademarks of Google LLC.

Text-to-speech
 available

The FreeStyle LibreLink app  
is free to download. 

Simply search ‘FreeStyle LibreLink – 
SG’ on the App Store or Google Play, 

or scan the QR code. 

Watch these short videos to 
learn how to set up the 

FreeStyle LibreLink app on 
your phone. 

The FreeStyle LibreLink app†

View, track and share glucose 
readings on the go.

Easily see patterns and trends 
and learn how insulin use, food, 
and exercise impact your  
glucose levels. 

Scans through clothing.1

iPhone Android

Everyday tips

Scan the QR code to watch a short video that covers 
Frequently Asked Questions about FreeStyle Libre.

*The sensor should not be exposed to airport full-body scanners that include x-ray or millimetre radio-wave. Exposure to these scanners 
may damage the sensor or cause inaccurate results. To avoid removing your sensor, you may request another type of screening. You 
can keep your sensor on whilst going through airport metal detectors.

Remove the sensor before any medical appointment with strong 
magnetic or electromagnetic radiation, such as an X-ray, MRI  
or CT scan. If unsure, check with your healthcare professional. 

You can go through airport metal detectors, but some full-body 
scanners may damage the sensor or cause inaccurate results. 
Consider requesting another type of security screening.*

Sensors are water resistant for 30 minutes and up to depth of one metre.

If travelling overseas, FreeStyle LibreLink app† may not be 
compatible with sensors purchased in other countries, so make  
sure you pack enough sensors to last the duration of your trip. 
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iPhone: The NFC antenna is at the top. Wait for one tone or vibration before moving it 
away from the sensor.
Android: The NFC antenna is usually on the back. Wait for two tones or vibrations before 
moving it away from the sensor.

For easy and efficient scanning, ensure your phone’s Near Field Communication 
(NFC) antenna is positioned directly over your sensor. Bulky or metallic phone 
cases may interfere with the NFC signal. 

How to start a new sensor with 
the FreeStyle LibreLink app†

Setting up the  
FreeStyle LibreLink app†

21

The activation phase 
takes 60 minutes.

Your phone will provide  
a countdown. 

Open the FreeStyle 
LibreLink app† and tap the 
Scan New Sensor button.

Scan the sensor  
to activate it.

3

After 60 minutes,  
you will receive a 

notification on the 
FreeStyle LibreLink app,† 
letting you know that the 

sensor is ready.

†The FreeStyle LibreLink app is only compatible with certain mobile devices and operating systems. Please check our website for 
more information about device compatibility before using the app.

†The FreeStyle LibreLink app is only compatible with certain mobile devices and operating systems. Please check our website for 
more information about device compatibility before using the app. 

Once you have downloaded the FreeStyle LibreLink App† 
from the Apple App store or Google Play store. 
Here are the next steps to login and register on the 
LibreLink App†

A

1.	 Accept Terms of Use and Privacy Notice
2.	 Click ‘GET STARTED NOW’ to create account
3.	 Select the country of residence (i.e. Singapore)
4.	 Enter personal information and set up password

Create new account

B

1.	 Select the target glucose range as 3.9mmol/L 
to 10.0mmol/L or as advised by your healthcare 
professional

2.	 Select the carbohydrate units (grams/portions)
3.	 Click ‘NEXT’ to go to next step

Set range and units
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1

2

3

Glucose is rising rapidly 
(more than 0.1 mmol/L per minute)
Glucose is rising 
(between 0.06 and 0.1 mmol/L  
per minute)
Glucose is changing slowly 
(less than 0.06 mmol/L per minute)

Glucose is falling 
(between 0.06 and 0.1 mmol/L  
per minute)
Glucose is falling rapidly 
(more than 0.1 mmol/L per minute)

1

2

3

4

5

6

Interpreting your  
FreeStyle LibreLink app† reading

All elements of your reading combined give you a full picture of your glucose 
levels, helping you to make treatment decisions.

5

6

†The FreeStyle LibreLink app is only compatible with certain mobile devices and operating systems. Please check our website for 
more information about device compatibility before using the app. 

Current Glucose Reading 

Background Colours
Easy colour-coding tells you where  
your glucose is, to help you make  
informed treatment decisions.

Trend Arrow
Shows you the direction your glucose is heading and how quickly it is changing. 

Your glucose is low (below 3.9 mmol/L) 
Refer to your action plan for hypoglycaemia

You’re outside your target range 
(between your lower target and 3.9 mmol/L)

You’re within your target range 
(This is a customisable range set by you)

You’re outside your target range 
(between your upper target and 13.3 mmol/L)

Your glucose is high (above 13.3 mmol/L) 
Refer to your action plan for hyperglycaemia

4 Glucose Message
May appear to give a simple indicator of where your glucose currently is:

GLUCOSE IN RANGE

LOW GLUCOSE: glucose is below target range

HIGH GLUCOSE: glucose is above target range

… or where your glucose is projected to be:

GLUCOSE GOING HIGH: shown if glucose projected to go higher than 
13.3 mmol/L in the next 15 minutes

GLUCOSE GOING LOW: shown if glucose projected to lower than 
3.9 mmol/L in the next 15 minutes

Glucose History
The graph shows your glucose data from the past 8 hours. 
The shaded green ribbon is your customisable target range, so you can see 
how much time you have spent in range. 

Add Note
Track food, insulin use, exercise, and other events. An icon is then added to the 
top of your glucose graph to represent the type and time of the noted event. 

Food Long-acting insulin

Rapid-acting insulinExercise
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Your personalised FreeStyle LibreLink app† reports

Logbook
View a history of  
your glucose readings. 
You can also add  
notes to track food, 
insulin use, exercise  
and other events. 

Time in Range (TIR)
See the percentage of  
time your glucose readings 
were above, below, or  
within your target range.
Target to achieve at  
least 70% TIR.

Daily Graph
Shows your daily  
sensor glucose readings. 
Easily see how much 
time you have spent in 
your target range, which 
is the green band on the 
graph. 

Low Glucose 
Events
Low glucose events are 
recorded when glucose 
readings are lower than 
3.9 mmol/L for longer 
than 15 minutes. 

Average Glucose
Provides information 
about the average of 
your glucose readings, 
based on the time 
period you select.

Sensor Usage
Shows you how much 
of your glucose data 
is captured by each 
sensor.
Target to achieve at 
least 70% time sensor 
is active to ensure data 
reliability.

Estimated A1c
See an estimate of your 
HbA1c based on your 
available glucose data 
from the last 90 days. 
Target to achieve <7.0% 
A1c. TIR and A1c are 
directly related. 70% TIR 
strongly corresponds with 
the A1C goal of ~7.0%1

Daily Patterns
Shows the pattern 
and variability of your 
sensor glucose over a 
typical day. 
Target to keep your 
graph as flat as 
possible, within range.

You can use the reports to:

Reports

For more information about how to interpret 
each report, open the report in the FreeStyle 
LibreLink app†, and tap on the information icon.

†The FreeStyle LibreLink app is only compatible with certain mobile devices and operating systems. Please check our website for 
more information about device compatibility before using the app. 

1. Battelino T, Danne T, Bergenstal RM, et al. Clinical targets for continuous glucose monitoring data interpretation: recommendations 
from the international consensus on time in range. Diabetes Care. 2019;42(8):1593-1603.

Reminders: The app† allows you to easily set custom reminders, as well as an 
8-hour timer that resets every time the sensor is scanned. App† notifications on 
your phone must be enabled to see reminders.
Go to: Menu > Reminders to set up
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 �Identify your glucose 
trends and patterns.

 �Track and celebrate your 
progress. 

 �Identify key points  
to discuss with your 
healthcare professional.

 �Understand the impact of 
food, activity and insulin 
use on your glucose levels.
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Keep your loved ones and  
healthcare team in the loop with  
the Digital Health Ecosystem.

† The FreeStyle LibreLink app is only compatible with certain mobile devices and operating systems. Please check our website for 
more information about device compatibility before using the app. * Finger pricks are required if glucose readings do not match 
symptoms or expectations. ‡The LibreLinkUp app is only compatible with certain mobile devices and operating systems. Please 
check www.librelinkup.com for more information about device compatibility before using the app. Use of LibreLinkUp and FreeStyle 
LibreLink may require registration with LibreView. The LibreLinkUp mobile app is not intended to be a primary glucose monitor: 
home users must consult their primary device(s) and consult a healthcare professional before making any medical interpretation and 
therapy adjustments from the information provided by the app. #The LibreView website is only compatible with certain operating 
systems and browsers. Please check www.libreview.com for additional information. LibreView is a secondary viewer and is not 

intended to provide treatment decisions or to be used as a substitute for professional healthcare advice. Dosing decisions 
should not be made based on this device. The user should follow instructions on the continuous glucose monitoring system. This 
device is not intended to replace self-monitoring practices as advised by a physician. Home users must consult a healthcare 
professional before making any medical interpretation and therapy adjustments from the information in the software.
1. Hilliard, M., et al. Diabetes Technology & Therapeutics. (2019): https:/doi.org/10.1089/dia.2019.0142
Apple and the Apple logo are trademarks of Apple Inc., registered in the U.S. and other countries. App Store is a service mark of 
Apple Inc., registered in the U.S. and other countries. Google Play and the Google Play logo are trademarks of Google LLC.

One app† that allows you to easily monitor and 
share your glucose readings. Get instant feedback 
on how food, activity and insulin use impact your 
glucose levels, with zero finger pricks.*

A cloud-based system# that allows your healthcare team to view 
your glucose data and generate insightful reports, helping them to 
personalise your treatment plan and optimise your consultations. 

An app‡ that allows your loved ones to 
receive your glucose readings. Invite up 
to 20 people to receive your glucose 
levels, for peace of mind.1 

www.LibreView.com

2322



For your loved ones: 

Staying connected with your loved ones is easy.  
Your loved ones can receive your glucose readings 
securely and remotely when they download the 
LibreLinkUp app,‡ providing peace of mind1 whether 
you’re sleeping or out and about. 

How to connect with your loved ones:

Download and log into your  
FreeStyle LibreLink app.†

In your FreeStyle LibreLink app,† invite 
your loved one to connect. You can 
connect with up to 20 people.

Your loved one downloads and  
logs into the LibreLinkUp app.‡

Your loved one accepts your invitation 
in the LibreLinkUp app.‡

‡The LibreLinkUp app is only compatible with certain mobile device and operating systems. Please check www.librelinkup.com for 
more information about device compatibility before using the app. Use of LibreLinkUp and FreeStyle LibreLink requires registration 
with LibreView. The LibreLinkUp mobile app is not intended to be a primary glucose monitor: home users must consult their primary 
device(s) and consult a healthcare professional before making any medical interpretation and therapy adjustments from the information 
provided by the app. †The FreeStyle LibreLink app is only compatible with certain mobile devices and operating systems. Please 
check our website for more information about device compatibility before using the app. 
1. Hilliard, M., et al. Diabetes Technology & Therapeutics. (2019): https:/doi.org/10.1089/dia.2019.0142
Apple and the Apple logo are trademarks of Apple Inc., registered in the U.S. and other countries. App Store is a service mark of 
Apple Inc., registered in the U.S. and other countries. Google Play and the Google Play logo are trademarks of Google LLC.

1

3

2

4

FreeStyle Libre user

FreeStyle Libre user

Loved one

Loved one
The LibreLinkUp app‡ is free to download:
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LibreView for you: Gain even deeper insights with LibreView reports
LibreView# uses your glucose data to generate in-depth reports. LibreView# reports 
complement the reports in the FreeStyle LibreLink app,† and provide a more in-
depth analysis of your glucose data.

If you use the FreeStyle LibreLink app†, you already have a LibreView# account.  
You can use the same email address and password to log into both LibreView.com 
and the FreeStyle LibreLink app.†

LibreView for your healthcare team: How to connect to your 
healthcare professional’s practice
Following an easy, one-off set up, your healthcare professional will be able to view 
your glucose data on LibreView.# Plus, they can access insightful reports to help 
prepare for your in-person or telehealth appointments, helping you to get the most 
out of every consultation. 

To start securely sharing your FreeStyle LibreLink† glucose data with your 
healthcare professional, follow the steps below. 

Connect to your healthcare professional
Ask your healthcare professional or clinic staff to provide the LibreView Practice ID, which 

is the code specific to your healthcare professional’s practice.

Enter the ID into the FreeStyle LibreLink app.†

Go to: Menu > Connected Apps > LibreView > Connect > Enter Practice ID.

Tap Next and then Connect after viewing your healthcare professional’s practice  
contact information.

†The FreeStyle LibreLink app is only compatible with certain mobile devices and operating systems. Please check our website for 
more information about device compatibility before using the app.#The LibreView website is only compatible with certain operating 
systems and browsers. Please check www.libreview.com for additional information. LibreView is a secondary viewer and is not intended 
to provide treatment decisions or to be used as a substitute for professional healthcare advice. Dosing decisions should not be made 
based on this device. The user should follow instructions on the continuous glucose monitoring system. This device is not intended 
to replace self-monitoring practices as advised by a physician. Home users must consult a healthcare professional before making any 
medical interpretation and therapy adjustments from the information in the software.
1. LibreView is ISO27001/27018/27701 certified and HITRUST CSF Certified.

Ask your healthcare professional for practice ID

www.LibreView.com

Simple, insightful reports for you and your healthcare professional
When you use the FreeStyle LibreLink app,† your glucose data is automatically uploaded 
to LibreView,# a secure,1 cloud-based platform.

2726



Images and readings are for illustration purpose only.
The FreeStyle LibreLink app Is only compatible with certain mobile devices and operating systems. Please check the website for 
more information about device compatibility before using the app.
Indications: The FreeStyle Libre Flash Glucose Monitoring System is indicated for measuring interstitial fluid glucose levels in 
people (age 4 and older) with diabetes mellitus. The indication for children (age 4 - 17) is limited to those who are supervised by a 
caregiver who is at least 18 years of age. The caregiver is responsible for managing or assisting the child to manage the FreeStyle 
Libre Flash Glucose Monitoring System and also for interpreting or assisting the child to interpret FreeStyle Libre readings.
©2024 Abbott. All Rights Reserved. The sensor housing, FreeStyle, Libre, and related brand marks trademarks of Abbott. Other 
trademarks are the property of their respective owners. ADC-100150 v1.0

1800 272 2881
FreeStyle Libre Customer Care FreeStyleLibre.com.sg

Everyday Tips:
Scan when you wake up

Scan before and after meals

Scan just before sleeping

Add notes when glucose reading is outside range

Aim for 70% time in range 

1

2

3

4

5

If you have any questions, please contact  
our friendly customer service team.

Opening hours: 8:30am – 5:30pm 
Monday – Friday, excluding public holidays
or email us at ADC-CS.SG@abbott.com


